Abstract Technical Note
IntroductIon
Radiotherapy is the main nonsurgical treatment for those patients with head-and-neck cancer. To minimize potential adverse effects, like xerostomia during and after treatment, dosimetric sparing on salivary glands becomes essential. When considering oral salivary output, parotids are thought to be one of the most important organs at risks (OARs) for dose sparing. Salivary flow from the parotid is affected by the radiation dose received and the volume of gland irradiated. [1, 2] The metric correlates best with long-term saliva production is the mean dose to the parotid. Up to 26 Gy for parotid mean dose is commonly acceptable. [3, 4] Dose sparing of bilateral superficial lobes of parotids reduces the risk of developing high-grade subjective xerostomia. [5, 6] Dose sparing on submandibular glands (SMGs) is also applied for reducing risk of xerostomia. The SMG salivary flow rates depend on mean dose with recovery over time with a threshold of 39 Gy. [7] Substantial SMG dose reduction to below this threshold without compromising planning target volume (PTV) dose coverage is feasible in some patients, at the expense of modestly higher doses to other organs. [8] This study examined the relationship of achievable mean dose and percent volumetric overlap of salivary gland with the planning target volume (PTV) in volumetric-modulated arc therapy (VMAT) plan in radiotherapy for a patient with head-and-neck cancer. The aim was to develop a model to predict the viability of planning objectives for both PTV coverage and organs-at-risk (OAR) sparing based on overlap volumes between PTVs and OARs, before the planning process. Forty patients with head-and-neck cancer were selected for this retrospective plan analysis. The patients were treated using 6 MV photons with 2-arc VMAT plan in prescriptions with simultaneous integrated boost in dose of 70 Gy, 63 Gy, and 58. , which were statistically significant (P < 0.0001). This linear relationship suggests that the assessment of the structural overlap might provide prospective for achievable planning objectives in the head-and-neck plan.
Keywords: Generalized equivalent uniform dose optimization, head-and-neck cancer, radiotherapy, salivary gland sparing, volumetric-modulated arc therapy plan Parotid dose sparing has been previously studied in comparison of different planning techniques, including three-dimensional, static-intensity-modulated radiotherapy (IMRT), volumetric-modulated arc therapy (VMAT), and tomo-helical IMRT. [9] [10] [11] [12] [13] [14] [15] Analysis of parotid volume irradiated and mean dose achieved has been reported in head-and-neck cancer patients treated using static-IMRT plan [16] and Tomo-helical plan. [17] A recent study concludes that >30% parotid volume overlapped with PTV is a predictor of poor parotid dose sparing by static-IMRT. [18] For the VMAT plan, there are limited data in the literature looking at the evaluation of salivary gland mean dose achieved and its volume overlapped with PTV. VMAT has become standard practice in the treatment of head-and-neck cancer patients with different dose prescriptions (so-called simultaneous integrated boost) and numerous OARs with different dose constraints. However, VMAT planning could be complicated and time-consuming because of the multiple target prescription aims and surrounding OAR dose constraints. Without clear evidence-based objectives, it can be difficult for the planner to determine when greater dose sparing of OARs, such as parotid and SMG, can be achieved without compromising target coverage. We examined 40 VMAT plans conducted using Eclipse with generalized equivalent uniform dose (gEUD) optimization that has been recently induced in planning. [19] [20] [21] Our results demonstrated a linear relationship between achievable mean dose and percent volumetric overlap of the parotid and SMG with the PTV, which could be useful for predicting what is possible for a particular patient in VMAT planning. Furthermore, the results could be applied in the development of a model used for automated planning.
MaterIals and Methods

Patient selection
In this retrospective study, 40 head-and-neck cancer patients treated at our institute during year 2014-2017 were selected following the criteria: (1) Treatment sites included primary cancer in nasopharynx, oropharynx, hypopharynx, larynx, base of tongue, superior glottis or oral cavity [ Table 1 ], plus the lymph node regions in bilateral areas of the neck where the doses were examined on both sides of salivary glands; (2) Patients were prescribed with simultaneous integrated boost over 35 fractions, in dose of 70 Gy on primary cancer sites, 63 Gy on high-risk nodal regions and 58.1 Gy on low-risk nodal regions; (3) Patient's treatment was completed using 6 MV photon by 2-arc VMAT plan.
Simulation and planning
The patient was immobilized using thermoplastic masks and scanned (Siemens Somatom CT-Scanner) at 3-mm interval as a part of the standard operating procedure in our institute. No contrast was applied in the process of computed tomography (CT) scanning. The PTV and OAR were contoured using Velocity (Version 3.1, Varian Medical System Inc., Atlanta, GA, USA). A co-registration of the CT images and diagnostic positron emission tomography or magnetic resonance was performed using the Velocity for the delineation of the target volumes if requested. Primary cancer sites, high-risk nodal regions, and low-risk nodal regions were contoured as PTV 70 , PTV 63 , and PTV 58 , respectively, according to the prescriptions. The contours of each plan underwent departmental peer review before planning.
A VMAT plan was generated using Eclipse (Version 13.6, Varian Medical System Inc., Palo Alto, CA, USA) for each patient. The dose calculation model was with the Anisotropic Analytical Algorithm using a grid size of 0.25 cm × 0.25 cm × 0.25 cm and heterogeneity correction applied. Two arcs for each plan were designed with 10-30° of collimation to assist in modulation and to minimize radiation-leakage effects. The PTV 70 was the principal target for plan optimization. Due to some overlaps among PTV 70 , PTV 63 and PTV 58 , PTV 63opt was created by subtracting PTV 70 from PTV 63 , and PTV 58opt was created by subtracting PTV 63 from PTV 58 , both of which were used for plan optimization and data analysis. Biological optimization objective, i.e., gEUD, was applied for OARs and the target PTVs during each planning. Several studies have reported analyses of the performances and efficacy of the biologically based gEUD objectives implemented in Varian Eclipse treatment planning system. [18] [19] [20] Briefly, optimization with gEUD requires only a limited number of parameters, including tissue-specific parameter (α), the fractional organ volume (V i ) , and receiving dose (D i ). α value is suggested in AAPM TG-166 report. [22] In our optimization, OAR dose was minimized with the upper gEUD objective with α parameter varied from 1 to 40, typically 1 for minimizing mean dose and 10 for reducing the higher dose. To achieve dose distribution on PTVs, the lower gEUD objective was applied with α value from -1 to -40, typically -15. Based on our clinical experience, planners markedly benefited from optimization with gEUD in both OAR sparing and PTV coverage in VMAT plan. Dose constraints were determined by our institute's treatment directives, which follow RTOG0225 guidelines. [23] 
Plan evaluation
The plans selected in this study had normalization at 100% to the prescription in the evaluation of PTV coverage and OAR sparing. Following the prescriptive planning directives, cumulative dose-volume histograms were reviewed to ensure adequate PTV coverage. Visual inspection of the 95% isodose line in the axial, sagittal, and coronal planes was also conducted [ Figure 1 ]. PTV coverage was accepted at D 95 > 95% 
of the prescription dose, which was based on the criteria that 95% of PTV volume was covered by > 95% of the prescribed dose. Maximum pixel dose (D max ) was not allowed to exceed 110% of the prescription and also limited within PTV 70 . Doses to PTV 63opt and PTV 58opt were evaluated in consideration of the dose coverage on PTV 63 and PTV 58 . In addition, a conformity index (CI) was used to evaluate the homogeneity of dose distribution. The CI = V RI /V T , defined as the ratio between the volume V RI enclosed by the reference isodose and total volume V T . A CI of 100% represents the highest degree of conformity and 70% is considered acceptable. [24] Doses to the parotids and SMGs were reviewed for each plan and constrained under our planning directives. Volumetric information of each gland was measured in total volume and overlap with PTV 58 in absolute value, i.e., cm 3 , using Eclipse. Correlation of percent overlapping of each gland and its mean dose was established, and linear regression was statistically examined using F-test (Excel, Microsoft Office 365). The goal of our planning was to achieve the mean doses to be <26 Gy and <35 Gy for parotids and SMGs, respectively, while PTV was maintained in dose coverage as mentioned above.
results
Evaluation of planning target volume coverage
In evaluating each plan [ 70 . Conformity index at above 70% was acceptable and consistent with other report. [24] In addition, each PTV volume, i.e., cm 3 , was measured using Eclipse and indicated in variable sizes among those patients [ Table 2 ]. Delivered monitor unit (MU) in those VMAT plans ranged from 462 MU to 813 MU, 660 MU on average, implying that plan was accomplished by minimizing over-optimization during the processes.
Dosimetric sparing of parotids and submandibular glands
Parotid sparing stratified by overlap with PTV 58 is shown in Table 3 . In our analysis, we showed that mean doses (D mean ) could be <26 Gy for parotid with <20% volumetric overlap with PTV 58 (parotid-PTV 58 ). Average mean doses of 15.6 Gy in the range of 7.1 Gy-20.0 Gy and 21.1 Gy in the range of 18.6 Gy-22.6 Gy were observed for those parotids having <5% and <10% parotid-PTV 58 volumes, respectively. When the parotid-PTV 58 volume reached to 20%, parotid D mean increased to 24.2 Gy on average, in the range from 21.2 Gy to 26.9 Gy. Although D mean <26 Gy might not be seen in those glands with an overlap from 20% to 40%, we showed an average mean dose 32.1 Gy in the range from 26.6 Gy to 38.5 Gy. Once >40% volume of parotid-PTV 58 appeared, the idea was basically to limit the distribution of 30 Gy isodose line within the un-overlapped area of the parotid. The relationship between percent overlap and the parotid mean dose is shown in Figure 2 . Besides dose sparing of parotids, we also strived to minimize dose to the SMG in each head-and-neck plan [ Figure 3 and Table 4 ]. An average D mean was 27.6 Gy in range from 22.7 Gy to 35.5 Gy in those SMGs with <10% volume overlapped with PTV 58 (SMG-PTV 58 ). As volume of SMG-PTV 58 increased to 20%, an average D mean 36.1 Gy was found in range from 35.4 Gy to 38.1 Gy. For SMGs with 20%-45% SMG-PTV 58 , an average D mean was 41.7 Gy, ranged from 34.9 Gy to 44.1 Gy. In those plans having a higher percentage of overlapping, SMG sparing became unachievable.
As the main focus of this study, we examined a relationship between salivary gland D mean and its volumetric overlap with PTV 58 . Taking all data together, we found that the relationship could be described using a linear regression formula: D mean = A × V overlap + B (cGy), where V overlap was the percentage volume overlapped with PTV 58 ; A and B were regression constants. For parotids, the constant A in above equation was 5481 and B was 1564 with regression R 2 = 0.95 [ Figure 2 ]. For SMGs, the constant A and B was 4147 and 2752, respectively, with regression R 2 = 0.98 [ Figure 3 ]. This linear regression was statistically significant for parotid (P < 0.0001) and SMG (P < 0.0001). Using this linear model, estimation of mean dose on parotid and SMG became possible before planning. Mean dose < 26 Gy on parotid and <36 Gy on SMG should be feasibly achieved in the gland having 20% or less volume overlapped with PTV 58 . This model suggests that assessment of the structural overlap provides prospective for achievable planning objectives in the head-and-neck plan.
dIscussIon
To minimize potential adverse effects, like xerostomia during and after treatment for head-and-neck cancer patient, dose sparing on both parotid and SMG becomes essential. The volumetric overlap is considered as a key factor primarily affecting gland mean dose. It has been proposed to use geometric factors such as parotid size and proximity to the target for dose estimation. [16, 17] Previous studies demonstrate that parotid mean dose 26 Gy could be obtained at <20% overlapping in head-and-neck cancer patients treated using static-IMRT plan [16] and Tomo-helical plan. [17] More than 30% overlap occurred in parotid indicates a possibly poor sparing in the static-IMRT plan. [18] For the VMAT plan, however, the literature lacks data assessing achievable mean dose in both parotid and SMG and correlating with its volume overlapped with PTV. There are studies showing that a lower parotid mean dose could be accomplished by using static-IMRT rather than VMAT. [25, 26] We asked whether parotid mean dose 26 Gy could be achieved at <20% overlapping in VMAT head-and-neck plan. Our results indicated that an acceptable mean dose of 26 Gy could be feasibly achieved in parotids with <20% volume of parotid-PTV 58 . Although 26 Gy mean doses might not be seen in parotids with increasing overlap up to 40%, we showed an average D mean 32.1 Gy in those parotids. Dose sparing of SMG, meanwhile, was also evaluated in this study, indicating mean dose 30 Gy or less (an average D mean = 27.6 Gy) occurred in <10% volume of SMG-PTV 58 . An average D mean was 36.1 Gy in SMGs with up to 20% overlap. When >20% overlapping existed, in these circumstances, 0% 10% 20% 30% 40% 50% 60% 70% 80% 90% 100% SMG mean doses, cGy SMG volume overlapped with PTV 58 Figure 3 : Relationship of mean doses of the submandibular glands and percent volume overlapped with PTV 58 . Less than 36 Gy mean doses were seen in those glands having <20% overlap. This linear relationship was statistically significant (P < 0.0001), suggesting that the assessment of structural overlap may provide prospective for achievable planning objectives in SMG in head-and-neck plan although we strived to spare SMG, maintaining PTV dose coverage was prioritized because gross disease (PTV 70 ) was near or overlapped with the SMGs. In addition, as depicted in Figure 1 for the targets and OARs outlined at our institute, we understood that some overlap could exist between parotid or SMG and PTV 63 . As PTV 63 is always located within the PTV 58 , therefore, the volume overlapped with PTV 58 would be considered as primary causes in affecting the mean dose.
We demonstrated a linear relationship between mean dose achieved and salivary gland's volume overlapped with PTV 58 . The results of the current work could potentially be applied toward automated planning. Knowledge-based planning is an emerging field in radiation therapy. To apply machine learning techniques, the creation of automated planning model becomes essential. [27, 28] The plan outcome is dependent on applied database quality, in which overlap volume histogram is considered as a critical factor. [29, 30] To induce automated planning at our institute, we realize that data in this linear relationship could be useful and more data are required in the development of an accuracy model. We will continuously focus on study on quality and consistency of VMAT head-and-neck plan for automated planning.
conclusIon
In this retrospective analysis of 40 VMAT plans for head-and-neck cancer patients accomplished at our institute, we demonstrated a linear relationship between achievable mean dose and percent volumetric overlap of salivary gland with the PTV 58 . In VMAT plan using gEUD optimization, mean dose <26 Gy for parotid and <36 Gy for SMG could be obtained as long as the gland had <20% overlap volume with PTV 58 . This study suggests that the assessment of structural overlap may provide prospective for achievable planning objectives in head-and-neck plan.
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